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Foreword 


This  paper  has  been  prepared  for  submission  to  the  Advisory  Group  for  Aerospace 
Research  and  Development  (AGARD)  Woridng  Group  20.  It  is  intended  as  a  chapter  on 
three-dimensional  image  collection  for  an  upcoming  report  on  3D  anthropometry  to  be 
published  by  the  working  group. 


Biomedical  Imaging 


James  E.  Bnickart,  M.D. 

U.S.  Army  Aeromedical  Research  Laboratory 


Introduction 

Geometric  information  about  biomedical  objects  can  be  collected  using  various 
physical  methods  or  modalities  including  optical,  x-ray,  acoustic,  radioactivity,  and  nuclear 
magnetic  resonance  properties.  The  two  most  common  are  direct  observation  and 
photography.  These  have  been  used  for  traditional  anthropometry  and  medical  imaging,  but 
some  tasks  require  precise  measurements  or  internal  details  not  easily  determined  by 
observation. 

Use  of  an  image  data  collection  tool  offers  several  potential  advantages  in  inspecting 
objects.  First,  some  imaging  methods  provide  internal  structural  details  that  may  not  be 
discerned  from  external  examination.  Second,  imaging  sensors  can  provide  precise  and 
complete  geometric  data,  from  visible  surfaces.  These  data  can  be  used  for  measurement  of 
biomedical  objects  with  irregular  shapes  and  provide  the  basis  for  evaluating  volumetric 
properties.  Third,  images  from  several  sources  (multimodality)  can  be  fused  to  form 
composite  images.  Finally,  the  coordinate  data  may  be  useful  in  generating  physical 
replicas. 

The  imaging  technology  chosen  for  a  specific  task  depends  on  the  properties  of  the 
object  that  are  being  evaluated  and  the  precision  requirements.  For  example,  a  laser  scan 
that  produces  a  precise  surface  image  of  a  human  head  will  not  provide  the  internal  anatomic 
details  that  are  available  with  x-ray  computerized  tomography  (CT  scan).  Likewise,  the 
clinical  CT  scan  will  not  provide  ±e  microscopic  surface  details  required  to  produce  an 
image  of  a  fingerprint. 

Each  unique  imaging  modality  has  inherent  strengths  and  deficiencies.  Optical 
methods  are  superior  for  distant  objects  while  magnetic  resonance  imaging  provides  very 
accurate  information  if  the  object  is  near  the  imaging  system.  The  principal  3D 
anthropometry  data  acquisition  task,  imaging  the  human  body,  presents  several  technical 
barriers.  For  example,  should  the  imaging  system  provide  complete  coverage,  such  as 
details  on  the  sole  of  the  foot?  Is  the  same  level  of  detail  required  for  the  face,  extremities, 
and  abdomen,  or  should  they  be  imaged  separately?  The  ultimate  choice  of  an  imaging 
technique  depends  on  the  specific  details  of  an  object  that  require  reproduction  and  the 
precision  required  from  the  task.  Strategies  for  imaging  and  archiving  the  human  body  will 
be  discussed  in  other  sections  of  this  report.  This  chapter  details  the  technologies  in  surface 
and  subsurface  imaging  systems  for  research  and  commercial  applications. 
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Traditional  anthropometry 

The  single  constant  in  artistic  and  industrial  efforts  is  the  human  body  as  a  central 
focus.  Whether  the  project  is  to  create  a  new  hand  tool,  build  an  aircraft,  or  design  a  new 
garment,  first  the  human  body  must  be  measured  to  ensure  the  finished  product  will  serve  its 
intended  purpose.  Anthropometry  is  the  practice  of  measuring  the  human  body. 

To  assist  designers  and  engineers,  anthropometry  is  collected  for  body  segments  that 
come  in  contact  with  a  planned  device.  Most  often  the  anthropometric  measures  are  linear 
distances  between  identifiable  landmarks  on  the  body,  but  body  weight  or  other  measures 
may  be  included.  (1)  An  anthropometry  survey  involves  the  collection  of  measurements  for 
a  population  group.  The  results  of  an  anthropometry  survey  generally  are  reported  as 
summary  statistical  measures,  such  as  mean  and  standard  deviation,  for  each  body  segment. 
Every  survey  is  unique  in  terms  of  the  population  studied  and  the  specific  body  segments  that 
are  measured.  To  improve  comparability,  most  anthropometry  surveys  also  include  specific 
details  on  the  age,  sex,  and  ethnic  groups  of  the  individuals  in  the  study  population.  A 
summary  of  anthopometric  surveys  of  61  military  and  civilian  populations  are  described  in 
NASA  Reference  Publication  1024.  (2) 

Several  important  decisions  are  required  when  designing  and  implementing  an 
anthropometry  survey.  First,  the  survey  subjects  should  represent  the  population  that  is 
being  evaluated.  For  example,  measures  for  use  in  designing  military  aircraft  should  be 
obtained  from  a  survey  of  military  pilots.  Second,  the  body  segments  to  be  measured  and 
the  measurement  position  should  reproduce  the  functional  position  for  using  the  device.  Of 
course,  completing  an  anthropometry  survey  for  each  design  task  is  impractical.  Most 
anthropometry  surveys  collect  measures  in  several  postures  to  provide  a  set  of  measures  that 
can  be  used  in  various  design  tasks.  Finally,  the  landmarks  on  the  body  and  measurement 
methods  should  be  clearly  defmed.  For  example,  the  method  to  measure  "stature"  is  defined 
for  the  1988  anthropometric  survey  of  U.S.  Army  Personnel  as: 

The  vertical  distance  from  a  standing  surface  to  the  top  of  the  head  is 
measured  with  an  anthropometer.  The  subject  stands  erect  with  the  head  in 
the  Frankfort  plane.  The  heels  are  together  with  the  weight  distributed  equally 
on  both  feet.  The  shoulders  and  upper  extremities  are  relaxed.  The 
measurement  is  taken  at  the  maximum  point  of  quiet  respiration.  (3) 

In  traditional  anthropometry,  mechanical  aids  such  as  an  anthropometer,  calipers 
(sliding  or  spreading),  tape  measures,  and  scales  assist  observers  in  measuring  body 
segments.  This  method  provides  a  linear  measure  of  a  body  segment,  but  sacriHces  the 
three-dimensional  relation  of  adjacent  body  structures.  Modem  biomedical  imaging  tools 
provide  the  means  to  obtain  accurate  three-dimension  images. 
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Imaging  Systems 

The  modalities  used  to  image  the  surface  and  internal  details  of  objects  have  been 
developed  to  meet  the  requirements  of  different  medical  and  manufacturing  applications. 
These  applications  include  medical  imaging  of  the  human  body  for  description  and  diagnosis, 
computer  modeling  of  objects  for  computer-assisted  design  and  manufacture,  cartography, 
and  robotic  vision.  As  a  result,  there  are  various  data  collection  systems  and  data  formats 
used  in  each  imaging  method. 

The  data  collection  methods  generally  are  separated  into  those  whose  principal 
application  requires  the  description  of  surface  details  and  those  that  require  internal  (volume) 
details.  Most  of  the  surface  imaging  methods  use  nonpenetrating  energy,  such  as  laser  light, 
to  provide  range  information  on  surface  morphology.  Volumetric  imaging  systems  use 
penetrating  energy,  such  as  electromagnetic  radiation  or  sound  waves,  to  gather  information 
on  internal  structures.  However,  some  overlap  of  methods  is  evident.  For  example,  skin 
surface  details  may  be  derived  from  x-ray  CT  scan  data. 

A  range-imaging.sensor  is  a  combination  of  hardware  and  software  capable  of 
producing  distance  measurements  from  a  known  reference  coordinate  system  to  points  on  an 
object.  The  point  positions  (x,y,z)  are  captured  within  a  specified  accuracy  or  error 
tolerance.  Foiw  basic  types  of  range  sensors  are  distinguished  by  their  viewing  constraints, 
scanning  mechanisms,  and  object  motion.  A  point  sensor  measures  the  distance  to  a  single 
visible  surface  point  from  a  single  viewpoint  along  a  light  line  or  ray.  A  point  sensor  can 
create  an  image  of  an  object  if  the  object  is  moved  relative  to  the  sensor  or  the  sensor  moves 
relative  to  the  object.  A  line  or  circle  sensor  measures  the  distance  to  visible  surface  points 
that  lie  in  a  single  plane  or  cone  that  contains  the  viewpoint.  A  field-of-view  sensor  measures 
the  distance  to  many  visible  surface  points  that  lie  within  a  given  field-of-view  relative  to  a 
single  viewpoint.  A  multiple  view  sensor  system  locates  surface  points  relative  to  several 
viewpoints. 


Surface  scanning  methods 

Jarvis  (4)  and  Besl  (5),  among  others,  have  completed  broad  surveys  of  range-imaging 
methods.  These  surveys  include  details  on  sensing  methods,  available  sensors,  and 
representative  performance  specifications  for  these  devices.  These  reviews  were  used  to 
compile  information  on  the  image  sensors  and  technologies  available  for  surface  scanners. 

Optical  sensors  use  a  variety  of  methods  to  collect  three-dimensional  coordinate  data 
from  object  surfaces.  These  methods  are  segregated  to  those  that  observe  on  the  axis  of 
illumination  and  those  that  observe  off  the  axis. 
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On-axis  observations 


Several  species  of  mammals,  including  bats  aiKl  porpoises,  use  sound  waves  to 
determine  their  distance  from  objects  (6,  7),  In  much  the  same  way,  the  time  required  for  a 
radio  wave  to  reflect  from  a  distant  object  to  a  receiver  is  used  to  determine  the  distance 
from  the  object  to  the  receiver.  These  systems  make  use  of  time-of-flight  to  determine  the 
distance  from  the  object  to  the  receiver. 

Several  time-of-flight  imaging  laser  radars  have  been  developed.  For  example,  Lewis 
and  Johnston  developed  an  imaging  laser  radar  for  the  Mars  rover  that  compiled  64  X  64 
range  images  in  40  seconds  (8).  Several  airborne  surveying  systems  are  available 
commercially.  One  system  measures  water  depths  to  40  m  with  an  accuracy  of  0.3  m  (9) 
while  another  provides  up  to  2000  readings  per  second  with  an  accuracy  of  1  cm  at  a  typical 
10  to  500  m  range  (10). 

A  variation  on  the  time-of-flight  imaging  radar  uses  an  amplitude  modulated  (AM) 
laser.  The  range  is  computed  by  detecting  the  phase  shift  between  the  transmitted  and 
received  signal.  Amplitude  modulated  lasers  have  been  built  for  research  programs  and 
several  are  available  commercially  (11,  12).  The  Perkin-Elmer  airborne  laser  radar  scans 
2790  pixels  per  scan  line  in  2  ms.  The  forward  motion  of  the  scan  line  is  provided  by  the 
aircraft’s  motion  (13). 

Another  method  of  image  ranging  can  be  provided  by  varying  the  optical  frequency  of 
the  laser,  termed  frequency  modulation  (FM).  The  reflected  return  signal  is  mixed  with  the 
reference  signal  at  the  detector.  The  beat  frequency  that  is  created  depends  on  the  range  of 
the  object  (14).  This  detection  process  is  termed  FM  coherent  heterodyne  detection.  Two 
commercially  available  FM  imaging  laser  radars  are  reported  by  Hersman  et  al.  (15). 

The  surface  characteristics  and  range  of  an  object  also  can  be  determined  by  focusing 
the  image  of  the  object  (16,  17).  Rioux  and  Blais  (18)  developed  two  techniques  using  lens 
focusing  properties  for  ranging.  The  ftrst  uses  a  grid  of  point  sources  projected  onto  the 
scene.  The  range  to  each  point  is  determined  by  the  radius  of  the  blur  in  the  focal  plane  of 
the  camera.  In  the  second,  a  multistripe  illuminator  shines  on  the  scene.  If  the  stripe  is  not 
in  focus,  the  camera  sees  split  lines.  The  distance  between  lines  is  proportional  to  the 
distance  to  the  surface.  Paradoxically,  the  autofocus  mechanism  in  cameras  frequently  use 
other  methods  of  ranging.  For  example,  the  Canon  "Sure-Shot"  autofocusing  mechanism  is 
an  active  triangulation  system  using  a  frequency  modulated  infrared  beam  (19). 


Off-axis  observations 

Triangulation  uses  the  law  of  sines  to  measure  the  range  to  a  remote  object.  An 
example  of  an  active  triangulation  system  is  shown  in  Figure  1  (adapted  from  reference  5). 
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Z-axis 


A  camera  is  located  with  the  center  of  the  lens  at  the  origin  (0,0,0).  A  light 
projector,  placed  a  known  distance  (b)  from  the  camera,  sends  out  a  beam  or  plane  of  light  at 
a  variable  angle  relative  to  the  x-axis  baseline.  The  3D  point  (x,y,z)  is  projected  to  an  image 
at  the  pixel  (u,v)  in  the  camera  with  focal  length  f.  The  measured  quantities  (u,v,f)  are  used 
to  compute  the  (x,y,z)  coordinates. 

Commonly,  it  is  held  that  a  large  distance  between  the  light  source  and  the  detector  is 
required  for  accurate  ranging.  However,  the  ability  of  a  ranging  device  is  limited  instead  by 
the  accuracy  available  to  measure  the  angle  and  the  (u,v)  pixel  resolution. 

The  structured  light  that  is  projected  onto  the  object  can  be  focused  to  a  point  or  a 
line.  Point  scanning  systems  will  project  the  light  in  a  horizontal  and  vertical  range  to  create 
a  composite  image  of  the  scene.  Commercially  available  spot  scanning  systems  project  white 
or  laser  light  to  detect  range  information  (20-23). 

Passing  a  laser  through  a  cylindrical  lens  creates  a  line  of  light.  The  light  stripe 
changes  shape  as  it  traverses  the  surface  of  a  three-dimensional  object.  Changes  in  line 
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shape  are  detected  for  successive  images  to  determine  the  three-dimensional  shapeK)f  an 
object.  Commercially  available  light  stripe  scanners  are  used  for  industrial  applications, 
scanning  human  heads,  and  robot  vision  systems  (24-31). 

A  moire  pattern  is  an  interference  pattern  created  when  two  gratings  with  regularly 
spaced  patterns  are  superimposed  on  one  another  (23,  33).  In  moire  range-imaging  sensors, 
surface  depth  is  recovered  from  the  phase  difference  obtained  after  the  signal  is  filtered  with 
a  low-pass  filter.  Moire  range-imaging  is  most  useful  for  measuring  the  relative  distance  to 
surface  points  on  a  smooth  surface.  Commercially  available  moire  scanners  use  projected 
light,  shadow,  or  framing  techniques  (34-37). 

Holographic  interferometers  use  coherent  light  from  laser  sources  to  produce 
interference  patterns  due  to  the  optical  frequency  phase  differences  in  different  optical  paths. 
Surface  depth  information  is  recovered  from  the  phase  difference  term.  Just  as  in  moire 
range  imaging,  the  measured  surfaces  must  be  smooth  and  flat.  This  technology  is  uselul  in 
commercial  applications  to  visualize  stress,  thermal  strain,  pressure  effects,  erosion, 
microscopic  cracks,  fluid  flow,  and  other  physical  effects  in  nondestructive  testing  (38-41). 


Summary 

The  key  factors  in  the  performance  of  a  range-imaging  system  are  the  depth  of  field, 
range  accuracy,  pixel  rate,  range  resolution,  image  size,  angular  field-of-view,  standoff 
distance,  and  frame  rate.  A  series  of  images  produced  with  a  range  sensor  using  a  1.8 
square  meter  sampling  array  are  shown  in  Figure  2.  The  surface  sampling  parameters, 
including  the  sampling  distance  along  each  axis,  total  area  scanned,  number  of  pixels,  and 
file  size,  are  shown  in  Table  1.  The  addition  of  intensity  (I)  or  color  (RGB)  information 
increases  the  size  of  the  data  file  as  indicated. 


Table  1.  Surface  sampling  parameters  for  a  1.8  m^  image  sensor”*. 


X(mm) 

Y(mm) 

Z(mm) 

Area 

(mm^) 

Total 

pixels 

File  size  (Mbytes) 

3D  3D+I  3D+RGB 

0.05 

0.05 

0.005 

1/400 

7.2x10* 

1440 

2160 

3600 

0.9 

0.9 

0.040 

0.81 

2.2x10® 

4.4 

6.6 

22 

1 

1 

0.1 

1 

1.8x10® 

3.6 

5.4 

18 

2 

4 

0.4 

8 

2.2x10® 

0.45 

0.67 

1.1 

5 

5 

1 

Vi 

25 

'o  in  0/1  ^^*®®** 

7.2x10^ 

0.14 

0.23 

0.36 

6 


Figure  2.  Representative  images  from  a  1.8  m^  image  sensor. 
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Imaging  laser  radars  are  capable  of  accuracies  from  50  /t  to  5  m  over  depths  of  fidd 
250  to  25,000  times  larger.  Usually  they  are  expensive  with  commercially  available  units 
starting  at  around  $100,000.  Triangulation  sensors  are  capable  of  range  accuracies  of  about 
1  fi  over  depths  of  field  of  250  to  60,000  times  larger.  Simple  systems  start  at  $1000  and 
range  to  several  hundred  thousand  dollars.  Moire  systems  provide  the  same  accuracy  as 
triangulation  sensors,  but  only  if  the  surface  constraints  are  met.  Fast  computer  hardware  is 
needed  for  the  computations  which  will  total  more  than  $50,000  for  a  reasonably  fast  system. 
Holographic  interferometer  systems  have  the  advantage  of  measuring  with  accuracies  of  less 
than  a  half  a  nanometer,  but  surface  slope  and  smoothness  constraints  apply.  Active  focusing 
systems  hold  promise  as  inexpensive  range  sensors,  but  high  precision  systems  are  not  likely 

(5). 


Tactile  methods  still  dominate  most  applications  where  the  exact  shape  of  a  prototype 
object  must  be  duplicated.  However,  coordinate  measuring  machines  inherently  are  slow  and 
expensive.  Optical  noncontact  imaging  methods  will  produce  a  cost  savings  if  they  ate  fast, 
accurate,  reliable,  and  easy  to  use  (5). 


Vdumetric  imaging  methods 

Volumetric  imaging  of  the  human  body  has  leapt  forward  with  demands  for  improved 
images  as  diagnostic  tools  in  medicine.  Most  diagnostic  imaging  is  done  in  the  radiology 
department  and  is  segregated  into  five  categories:  ultrasound  imaging,  x-ray  computed 
tomography,  magnetic  resonance  imaging,  nuclear  scintigraphy  (including  PET  and  SPECT), 
and  conventional  projection  radiography.  These  imaging  modalities  provide  details  on 
internal  structures  and  usually  are  viewed  with  transparent  film  hard  copy  on  a  flourescent 
back  light  box  in  a  two-dimensional  format.  However,  advances  in  computer  processing  of 
volume  data  and  enhanced  tools  to  present  three-dimensional  scenes  guarantee  an  increased 
demaiKl  for  three-dimensional  rendering  of  these  images  (42-43). 


Ultrasound  imaging 

Vascular  disease  is  a  very  common  human  affliction.  While  x-ray  angiography,  using 
radiopaque  contrast,  remains  the  mainstay  in  diagnosis  of  cardiovascular  abnormalities, 
ultrasonic  imaging  of  vascular  structures  provides  important  information  on  anatomic 
structures  and  vascular  flow.  Ultrasound  depends  on  the  differential  transmission, 
absorption,  scattering  and  reflection  of  sound  waves  from  constituent  biological  materials  to 
provide  information  on  internal  structures  and  blood  flow  (42,  44).  The  technique  is  best 
when  imaging  soft  tissue  object  surfaces  or  thin-shelled  volumes,  and  is  poorly  suited  to 
access  centrally  located  areas  (43).  Combining  gray-scale  ultrasound  imaging  of  internal 
structures  and  Doppler  for  blood  flow  results  in  duplex  Doppler  with  simultaneous  imaging 
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of  anatomic  structures  and  circulatory  physiology.  In  addition,  color  displays  enhance  duplex 
Doppler  by  providing  color-coded  images  of  blood  flow  (42). 

The  principal  uses  for  ultrasound  imaging  in  medicine  are  for  the  diagnosis  of  carotid 
bifurcation  disease  (45),  evaluation  of  valvular  disease  and  shunts  (42),  thyroid,  testis,  and 
abdominal  diagnosis,  endourology,  and  imaging  the  developing  fetus.  However,  the 
relatively  low  cost  and  noninvasive  nature  of  the  test  make  it  useful  in  evaluating  tissue 
layering  and  masses  anywhere  in  the  body.  This  is  a  noninvasive  technology  which  does  not 
expose  the  subject  to  ionizing  radiation  (46). 

There  are  several  practical  limitations  in  the  use  of  ultrasound  for  three-dimensional 
reconstruction  of  the  human  form.  First,  most  ultrasound  studies  do  not  use  flxed  reference 
points  on  the  body  and  data  acquisition  is  limited  to  two  dimensions.  Interpolation  of  two- 
dimensional  images  to  three  dimensions  is  simpliHed  in  CT  and  MRI  scans  because 
successive  images  are  parallel  and  equidistant.  This  is  usually  not  the  case  for  ultrasound 
images  (43).  Second,  the  quality  and  form  of  the  images  depend  on  the  skill  of  the  operator. 
Third,  the  ultrasound  probe  requires  direct  contact  with  the  skin.  Finally,  ultrasound  images 
of  structures  near  the  skin  surface  are  readily  visualized,  but  osseous  structures  or  structures 
within  the  chest  cavity  are  not.  Many  soft  tissue  organs  visualized  by  ultrasound  are 
continuously  deformable  and  consistent  3D  data  cannot  be  acquired  easily  . 


High  resolution  computed  tomography 

In  a  conventional  radiograph,  transmitted  x-rays  form  a  composite  image  of  the 
internal  structure  of  the  body.  The  amount  of  radiation  that  passes  through  the  body  is 
inversely  proportional  to  the  density  (radiopacity  or  attenuation  and  scatter)  of  the  tissues. 
Plain  radiographs  provide  excellent  spatial  resolution,  but  soft  tissue  discrimination  is 
relatively  poor,  and  overlapping  structures  can  obscure  details  (47). 

X-ray  computed  tomography  was  introduced  in  the  1970s  and  the  1979  Nobel  Prize 
for  Medicine  was  awarded  to  Cormack  and  Hounsfeld  for  this  development  (48,  49).  In 
computer-assisted  tomographic  scanners,  multiple  radiosensitive  detectors  view  a  moving  x- 
ray  source.  The  computer  reconstructs  the  data  into  slice  images.  From  early  units  with  a 
low  resolution  and  1.5  cm  slice  thickness  have  emerged  current  high  resolution  CT  scanners. 
With  the  high  resolution  technique,  a  512  x  512  reconstruction  and  display  matrix  can  be 
concentrated  in  a  small  region  of  the  skull  and  slice  thickness  can  be  reduced  to  1  or  2 
millimeters  (47).  High  resolution  CT  is  used  widely  in  clinical  medicine,  particularly  when 
evaluating  masses  in  the  head,  chest,  and  abdomen  (42).  Spiral  CT  scanning  recently  was 
introduced  to  acquire  volumetric  data  sets. 

CT  images  provide  excellent  bony  details  and  soft  tissue  features,  but  to  gain  a  three- 
dimensional  appreciation  of  an  object,  the  observer  must  mentally  integrate  numerous 
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sequential  two-dimensional  images.  This  interpolation  is  facilitated  somewhat  when  the  two- 
dimensional  images  are  parallel  and  equidistant.  Computer  software  has  been  developed  to 
allow  reformation  of  the  CT  data  to  reconstruct  a  model  of  the  internal  details.  The 
reconstruction  of  axial  images  often  are  displayed  in  rotational  projections  of  three- 
dimensional  structures  (46,  47). 

Three-dimensional  reconstruction  algorithms  have  been  described  (50)  and  usually 
adopt  one  of  two  strategies: 

1.  Surface:  Two-dimensional  contours  are  extracted  from  each  image.  The  contours 
are  stacked  and  geometric  interpolation  is  used  to  produce  the  three-dimensional 
object  surface  (51,  52). 

2.  Volume:  A  three-dimensional  array  of  CT  numbers  is  created  from  the  series  of 
tomograms.  Each  pixel  generates  a  volume  element  or  "voxel"  reflecting  the 
thickness  of  each  tomogram  slice  (53). 

There  are  two  principal  methods  for  displaying  three-dimensional  information 
generated  in  this  marmer.  TTiese  are  the  indirect  projection  mode  and  direct  three- 
dimensional  mode.  In  the  indirect  approach,  the  three-dimensional  object  is  projected  onto 
an  image  plane  from  a  given  point-of-view.  Depth  is  added  to  the  scene  by  brightness 
coding,  simulated  light  sources,  texturing,  or  continuous  rotation  of  the  object.  Direct 
three-dimensional  representation  requires  special  hardware  such  as  varifocal  mirrors  (54)  or 
multiplex  holography  (55).  The  use  of  direct  3D  is  infrequent  in  practice,  owing  to  the 
physical  limitations  of  the  viewing  apparatus. 

Since  CT  and  MR  scanners  are  computer  based,  it  is  possible  to  perform  the  3D 
imaging  on  the  scanner  and  avoid  the  cost  of  additional  hardware.  Nevertheless,  a  stand¬ 
alone  three-dimensional  imaging  system  may  be  preferred  to  avoid  interfering  with  the  usage 
of  the  scanner.  The  length  of  time  required  to  generate  a  three-dimensional  image  from  the 
scanner  data  may  be  only  a  few  secoiKls  for  a  specially  designed  hardware  and  software 
system  to  a  few  minutes  for  on-the-scanner  software.  Of  particular  concern  in  this  case  is 
whether  the  three-dimensional  image  is  required  for  direct  interaction  or  for  later  review 
(56). 


Magnetic  resonance  imaging 

More  recent  than  computerized  tomography,  magnetic  resonance  (MR)  makes  use  of 
proton  distribution  within  biological  tissues  to  produce  images  of  internal  structures.  The 
relatively  high  density  of  mobile  ions  in  body  tissues  allow  detectable  nuclear  magnetic 
resonance  signals  to  be  induced.  To  measure  the  MR  signal  emitted  from  nuclei,  such  as 
hydrogen,  sodium-23,  phosphorus-31,  and  carbon-13,  an  applied  magnetic  field  and  second 
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on-and-off  magnetic  field  is  used  in  synchrony  with  the  frequency  of  the  nucleon  measured. 
The  detected  MR  signal  is  radio  frequency  (Bf )  pulses.  The  location  of  the  MR  signal  in  the 
electromagnetic  spectrum  is  shown  in  Figure  3.  RF  stimulation  adds  energy  to  the  system 
and  causes  protons  to  move  to  a  higher  energy  state.  Dissipation  of  this  energy  and  return  of 
the  protons  to  the  lower  energy  state  is  known  as  T1  relaxation.  T2  relaxation  results  from 
dephasing  of  spins  as  an  effect  of  local  magnetic  field  inhomogeneities  due  to  randomly 
varying  intrinsic  magnetic  fields  created  by  adjacent  nuclei.  The  MR  contrast  effects, 
including  T1  or  T2  relaxation  times,  flow,  spin  density,  chemical  shift,  magnetic 
susceptibility,  or  other  factors,  manifest  themselves  as  signals  detected  by  the  RF  coil  (42, 
57). 


Frequency  (Hz) 
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Figure  3.  Location  of  the  MR  signals  in  the  electromagnetic  spectrum. 


After  application  of  excitatory  RF  pulses,  the  amplitude  of  the  MR  signal  decays  to 
zero.  This  causes  detectable  signal  losses  in  the  sample  due  to  T1  and  T2  relaxation  effects. 

The  relaxation  rates  depend  on  the  composition  and  local  environment  of  the  protons 
in  the  sample.  In  other  words,  the  relaxation  effects  indicate  the  chemical  structures  in  the 
local  environment.  Image  contrast  is  based  on  the  difference  in  signal  intensity  between 
areas  of  different  structure  or  composition.  Superior  soft  tissue  contrast  resolution  is  one  of 
the  greatest  advantages  of  MR  imaging  over  computed  tomography  (58-59) 

Magnetic  resonance  imaging’s  strengths  include  its  lack  of  ionizing  radiation  and  its 
sensitivity  to  flow.  This  is  particularly  useful  for  patients  requiring  multiple  examinations, 
pediatric  patients,  and  pregnant  patients.  In  computed  tomography,  the  scan  plane  is  defmed 
by  the  x-ray  tube-detector  axis.  In  MR  imaging,  the  scan  plane  is  defmed  by  the  selection  of 
RF  frequencies  and  magnetic  field  gradients.  This  makes  multiplanar  studies  possible. 
Magnetic  resonance  is  weak  in  the  areas  of  calcium  sensitivity,  acute  hemorrhage,  and  when 
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pacemakers  or  other  electronic  devices  interfere  (42).  Since  MR  imaging  is  recent,  its 
potential  has  not  been  fiilly  exploited  and  its  comparative  advantages  for  three-dimensional 
object  reconstruction  remain  to  be  firmly  established  (43). 


Other  imaging  methods 

After  World  War  II,  biomedical  science  was  revolutionized  by  the  introduction  of 
carbon-14  and  tritium  as  radioactive  tracers.  While  these  agents  have  been  valuable  in 
laboratory  research,  their  beta  emissions  could  not  penetrate  the  body  and  be  detected  by 
imaging  devices.  More  recently,  nuclear  magnetic  resonance  spectroscopy  (MRS),  single 
photon  emission  computed  tomography  (SPECT),  and  positron  emission  tomography  (PET) 
make  it  possible  to  examine  the  structure  of  the  living  body  in  situ  through  its  chemical 
processes.  Nuclear  magnetic  resonance  spectra  of  molecules  containing  naturally  occurring 
phosphorus-31  or  administered  fluorine- 19  or  carbon- 13  make  it  possible  to  measure 
molecular  concentrations  of  important  compouiKls,  such  as  ATP,  inorganic  phosphorous,  and 
chemical  reaction  rates  in  different  organs  and  tissues.  PET  is  based  on  the  use  of  carbon-11 
or  fluorine-18  and  SPECT  is  based  on  iodine-123,  technetium-99,  and  indium-111.  These 
nuclides  emit  photons  that  can  be  detected  and  imaged.  Abnormal  tissue  can  be  defined  in 
terms  of  variation  from  normal  regional  chemistry  (60). 


Summary 

A  number  of  imaging  methods  have  evolved  to  provide  diagnostic  tools  for  clinical 
medicine.  High  resolution  CT  imaging  is  the  most  mature  of  these  new  three-dimensional 
imaging  methods  and  currently  has  the  greatest  application  in  producing  composite  images. 
However,  comparable  evolution  is  expected  in  MR  and  newer  imaging  methods  that  will 
provide  data  for  three-dimensional  reconstruction  of  internal  structure. 


Conclusions 

A  number  of  methods  currently  are  available  to  collect  three-dimensional  surface  and 
subsurface  detail  on  three-dimensional  objects.  Several  techniques  for  surface  imaging 
provide  very  accurate  measurements  of  the  human  form.  High  resolution  computer 
tomographic  images  already  are  reconstructed  to  permit  three-dimensional  representation  of 
internal  structures.  Other  medical  imaging  methods  of  internal  structures  will  allow  similar 
capabilities. 

Significant  problems  remain  in  producing  a  composite  image  with  data  collected  from 
several  sources.  Standard  body  reference  points  and  data  formats  are  needed  to  allow  direct 
comparison  of  this  data.  In  addition,  enhanced  software  tools  and  innovative  displays  will 
improve  the  useability  of  three-dimensional  image  data. 
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